
Central Treatment Zone

RCD Oval Pattern
RCD is thin nasally 
and temporally vs. 

thicker superior and 
inferior

Return Zone (RCD)

RCD Ideal
Circular and uniform 

return curve

FLUORESCEIN PATTERN Is best seen with wratten 
filter combined with cobalt blue light. If the lens 
decenters significantly, center the lens manually 
before assessing.

NOTE: Fluorescein pattern and position of the lens 
while patient is sitting behind the slit lamp is not 
always indicative of success after overnight wear. Over 
90% of first ordered lenses are dispensable despite the 
pattern being less than ideal. 

Dispensable Fluorescein Patterns Non-Dispensable Fluorescein Patterns
These are rare and typically come from erroneous initial fitting data.
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Undefined 
Treatment Zone

Ideal Treatment Zone 
Inadequate

No Treatment Zone Oval Shaped 
Treatment Zone

3-5 mm

Alignment Zone (AZA)

AZA Ideal
1.5 mm with distinct 

border

AZA FL leakage 
from Edge

FL leakage from edge 
into alignment zone

AZA FL leakage 
from RCD

FL leakage from RCD 
into alignment zone

Edge Profile

Ideal edge lift Inadequate edge lift Excessive edge lift



TOPOGRAPHY TIPS:
• Topography is essential for customized fitting, assessing overnight results, and monitoring corneal shape change. 
• Baseline image is of utmost importance and care should be taken to obtain the best capture possible.
• One-day follow up topographies can be inconclusive due to the short time of wear. Decisions for redesign are   
   most accurate once lens wear has occurred for a minimum of one week. 

Axial Subtractive Map 
No adjustment needed

Tangential Subtractive Map

Axial Subtractive Map 
Decrease AZA

Tangential Subtractive Map

Bulls-Eye Pattern

Axial Subtractive Map
 Increase AZA and/or RCD

Tangential Subtractive Map

Smiley Face Pattern Frowny Face Pattern

Axial Subtractive Map 
Decrease RCD and AZA

Tangential Subtractive Map

Central Island Pattern

Axial Subtractive Map 
Increase Lens Diameter or 
Increase AZA and/or RCD

Tangential Subtractive Map

Lateral Decentration Pattern
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